


Method: SM 9221 B (2006) (TC) / EPA 1680 (FC) Source Code: 978

June 2017 - Milorganite Bacteriological Report

Sample Date LIMS# %TS  

TC

MPN/gTS

FC

MPN/gTS Log FC LOD  FC Flag

QA

Code TC Flag

Source

Code 

6/7/17 17011871 93.13 8.48 < 1.94 0.29 1.94000978

6/7/17 17011872 92.87 0.85 < 0.19 -0.72 0.19000978

6/7/17 17011873 92.93 < 1.94 < 1.94 0.29 1.94000978

%TS

TC MPN/gTS

FC MPN/gTS

- logarithm (base 10)

LOD

* If this geometric mean is calculated from indeterminate data, the result must be considered a maximum value.

            *Geometric Mean of Fecal Coliform Values: 0.89

Prepared sample bottles contain residual water as a result of the sterilization process. These samples may not reflect the %TS of the 

prepared product.  

- %Total Solids               

- Total Coliform Most Probable Number per gram Total Solids

- Fecal Coliform Most Probable Number per gram Total Solids

- Limit of  Detection

Log
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